Electronic imaging in a teaching hospital intensive care unit: evaluation of the clinical review system.
An intrahospital image-communication and display system was installed and is in continuous use. All images obtained in the medical intensive care unit (MICU) are digitized in the radiology department, then transmitted, stored and retrieved at the nurses' station in the MICU. This unit was easy to install, required minimal user training, and has been in continuous use for 1 year with negligible down time. The details of this system are provided in this report.